SCREENING
EAGLE

CALIBRATION CERTIFICATE

Customer Proceq SA
Ringstrasse 2

8603 Schwerzenbach

Switzerland
\\\“\HIHI"//,
. . D€
Object Equotip Leeb D Impact Device il: N
P e
NN
Manufacturer Proceq SA NS
Ringstrasse 2
8306 Schwearzenbach Accradited by Swiss Accraditation Service
in accordance with ISOEC 17025
Switzerland The Swiss Accreditalion service SAS is one
of the signatories to the EA Multilataral
Serial no. ID50-001-0782 Agreament for the recogniton of calibration
certificates
Certificate no. ID50-001-0782_2023-02-23_16_10_59

Mumber of pages 2
Date of calibration see page 2

Place and date Schwerzenbach. 23/02/2023
Supervisor / Fachverantwortlicher

B.Rieder

Special remarks The indirect calibration is done vertically on one hardness level cnly. The
angular deviations are checked, The calibration is only valid with the
original impact body. If the impact body is replaced, the calibration must be
rengwed. The maximum permissible measurement deviation and
coafficient of variation values, defined in DIN EN 1S0 16858, are equal to
or lower than those defined in ASTM AS56 and GB/T 17394,

This calibration cerificate documents the traceability to national standards which realize the physical uniis of measurements
[S1). The measurements, the uncerainties with confidence probability and calibration methods are given on the following pages
and are part of the cerificate.

The calibration certificate may not be reproduced other than in full except with the permission of the issuing laboratory.
Calioration certificates without signature are not vald

Screening Eagle Technologies AG T +41 43 355 38 00
Ringstrasse 2 | CH-8603 Schwerzenbach, Zurich | Switzerand hitps-www screaningeagle.com
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SCREENING
EAGLE

CALIBRATION CERTIFICATE

Customer Proceqg SA
Ringstrasse 2
8603 Schwerzenbach

Switzerland
\\\\‘\"P'l’l/,’
. , SN
Object Equotip Leeb G hardness test block il \\_éi’;_
T ———
I
Manufacturer Proceq SA o i
Ringstrasse 2
8306 Schwerzenbach Accredited by Swiss Accreditation Service
. in accordance with ISQVEC 17025,
Switzerland The Swiss Accreditation service SAS is one
of the signatories to the EA Multilateral
Serial no. HG02-109-0001 Agreement for the recognition of calibration
carificates.
Certificate no. HG02-109-0001_2023-03-02_13 49 31

Mumber of pages 2
Date of calibration see page 2

Flace and date Schwerzenbach. 02/03/2023
Supervisor / Fachverantwortlicher

- Supervisor name -

Special remarks none

This calibration certificate documents the traceability to national standards which realize the physical units of measurements
(S1). The measurements, the uncertainties with confidence probability and calibration methods are given on the following pages

and are part of the certificate.
The calibration certificate may not be reproduced other than in full except with the permission of the issuing laboratory.
Calibration certificates without signature are not valid.

Screening Eagle Technologies AG T +41 43 3556 38 00
Ringstrasse 2 | CH-8603 Schwerzenbach, Zurich | Switzerdand hittps:fwww. screeningeagle.com
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